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O B J E C T I V E S This study sought to establish an accurate and reproducible T2-mapping cardiac
magnetic resonance (CMR) methodology at 3 T and to evaluate it in healthy volunteers and patients with
myocardial infarct.
B A C KG ROUND Myocardial edema affects the T2 relaxation time on CMR. Therefore, T2-mapping
has been established to characterize edema at 1.5 T. A 3 T implementation designed for longitudinal
studies and aimed at guiding and monitoring therapy remains to be implemented, thoroughly
characterized, and evaluated in vivo.
METHOD S A free-breathing navigator-gated radial CMR pulse sequence with an adiabatic T2
preparation module and an empirical ﬁtting equation for T2 quantiﬁcation was optimized using
numerical simulations and was validated at 3 T in a phantom study. Its reproducibility for myocardial T2
quantiﬁcation was then ascertained in healthy volunteers and improved using an external reference
phantom with known T2. In a small cohort of patients with established myocardial infarction, the local
T2 value and extent of the edematous region were determined and compared with conventional
T2-weighted CMR and x-ray coronary angiography, where available.
R E S U L T S The numerical simulations and phantom study demonstrated that the empirical ﬁtting
equation is signiﬁcantly more accurate for T2 quantiﬁcation than that for the more conventional
exponential decay. The volunteer study consistently demonstrated a reproducibility error as low as 2 
1% using the external reference phantom and an average myocardial T2 of 38.5  4.5 ms. Intraobserver
and interobserver variability in the volunteers were –0.04  0.89 ms (p  0.86) and –0.23  0.91 ms
(p 0.87), respectively. In the infarction patients, the T2 in edema was 62.4 9.2 ms and was consistent
with the x-ray angiographic ﬁndings. Simultaneously, the extent of the edematous region by
T2-mapping correlated well with that from the T2-weighted images (r  0.91).
CONC L U S I O N S The new, well-characterized 3 T methodology enables robust and accurate
cardiac T2-mapping at 3 T with high spatial resolution, while the addition of a reference phantom
improves reproducibility. This technique may be well suited for longitudinal studies in patients with
suspected or established heart disease. (J Am Coll Cardiol Img 2012;5:1231–9) © 2012 by the American
College of Cardiology Foundation
From the *Department of Radiology, University Hospital of Lausanne (CHUV), Lausanne, Switzerland; †Department of
Biology and Medicine, University of Lausanne (UNIL), Lausanne, Switzerland; ‡CardioVascular Magnetic Resonance
Research Center (CVMR), Center for Biomedical Imaging (CIBM), Lausanne, Switzerland, the §Cardiology Service,
University Hospital of Lausanne (CHUV), Lausanne, Switzerland; and the Cardiac Magnetic Resonance Center, University
Hospital of Lausanne (CHUV), Lausanne, Switzerland. This work was supported by the Centre d’Imagerie BioMédicale
(CIBM) of the University of Lausanne, the University of Geneva (UNIGE), the University Hospital of Geneva (HUG), the
University Hospital of Lausanne (CHUV), the Federal Institute of Technology of Lausanne (EPFL), and the Leenaards and
Jeantet Foundations, as well as the Emma Muschamp Foundation. The authors have reported that they have no relationships









































J A C C : C A R D I O V A S C U L A R I M A G I N G , V O L . 5 , N O . 1 2 , 2 0 1 2
D E C E M B E R 2 0 1 2 : 1 2 3 1 – 9
van Heeswijk et al.
T2-Mapping of the Heart for Longitudinal Studies
1232T
he T2 relaxation time is a physiological
tissue property that can be exploited with
cardiac magnetic resonance (CMR) to gener-
ate contrast between healthy and diseased
tissues. This contrast is mainly caused by the
dependency of the T2 value on the relative amount
f free water (1). Edema is part of the tissue
esponse to acute injury and affects this free water
ontent. Therefore, T2 changes have been reported
in edematous regions in patients with infarction (2),
See page 1240
hemorrhage (3), graft rejection (4), or myocarditis
(5). In recent years, qualitative T2-weighted CMR
has therefore gained considerable interest. How-
ever, the traditional dark-blood T2-weighted fast
pin echo (FSE) pulse sequence that is used for this
purpose is limited because of its motion
sensitivity and subsequent risk for misin-
terpretation of the images. Simultane-
ously, a quantitative characterization of
the tissue is not easily possible and image
interpretation remains subjective. There-
fore, a more objective, quantitative, and
motion-insensitive technique is required.
In response to this strong need, initial
T2-prepared variants of balanced steady-
state free precession sequences have been
proposed for quantitative T2-mapping at
1.5 T (6). Using such methods, the suc-
cessful differentiation between edematous
and healthy tissue after myocardial infarc-
tion has been demonstrated (7), and an
improved performance relative to conven-
tional FSE imaging was reported in both patients
with edema after myocardial infarction (8) and
acute inflammatory cardiomyopathies (9).
The availability of a quantitative, accurate, and
highly reproducible T2-mapping methodology at 3
would be of great importance for the use in
ongitudinal studies aimed at monitoring and guid-
ng therapy, because a T2 value measured within a
specific target area could act as its own control
measurement. However, to our knowledge both the
accuracy and reproducibility of T2-mapping have
not been ascertained. For these reasons, we have
developed and tested a free-breathing T2-mapping
echnique at 3 T that incorporates radial gradient
cho (GRE) image acquisition and adiabatic T2
preparation (T2prep-GRE). Bloch equation simu-
ations were performed to optimize both sequence
ion
dulearameters and the analysis procedure. The resul-ant magnetic resonance methodology was then
alidated in vitro. Quantitative results were com-
ared with those of a gold-standard spin-echo
2-mapping sequence to determine the accuracy of
the T2 measurements. The reproducibility of the
technique was then investigated in healthy volunteers,
both in separate scanning sessions and with and
without a T2 reference phantom positioned in the
field of view. Using this setup, the hypothesis was
tested that the use of a reference phantom improves
reproducibility of the T2-mapping. Finally, the
hus-optimized and characterized methodology was
pplied to test the ability to discern healthy from
iseased myocardium in patients with established
ubacute myocardial infarction.
M E T H O D S
Numerical simulations. The goal of these simula-
tions was to maximize the amount of signal per unit
time while establishing optimal fit parameters to
increase the accuracy of the T2 measurement.
herefore, a numerical simulation of the Bloch
quations (10) was performed using Matlab (The
athworks, Natick, Massachusetts). Simulation
arameters included myocardial relaxation times
2  45 ms and T1  1,470 ms (11) at 3 T; a
segmented k-space radial GRE acquisition with a
repetition time (TR) of 7.6 ms and an echo time
(TE) of 2.8 ms; a navigator delay of 40 ms; and
incremental T2prep durations (TET2prep) of 0, 30,
nd 60 ms for T2 fitting. The average transverse
agnetization (Mxy) of radial readouts during 27
eartbeats was then considered representative for
he resultant Mxy for a given T2prep duration. To
etermine the fitting equation that leads to highest
ccuracy, the magnetization Mxy for 3 TET2prep
values was fitted with both a standard exponential




where M0 refers to the longitudinal magnetization
at TET2prep  0 and  is an empirical offset that
ccounts for T1 relaxation. Independent variables
that were used to study the quality and robustness
of the fit and to maximize Mxy included heart rate,
adiofrequency excitation angle (), the number of
cquired radial profiles in k-space per heartbeat and
he number of RR intervals between acquisition
rains. After having selected the parameter set that
ed to a maximum Mxy, the range of stability of theA B B R E V I A T I O N S
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1233standard and empirical equation in a T2 range from
to 250 ms, which sufficiently covers physiological
2 values expected at 3 T.
Implementation and imaging sequence. T2prep-
RE was implemented on 2 3 T magnetic reso-
ance scanners (Magnetom Trio and Verio, Siemens
ealthcare, Erlangen, Germany) with a 32-
hannel chest coil (Invivo, Gainesville, Florida) and
ith sequence parameters as described. Because T2
preparation at high magnetic field strength is sus-
ceptible to B1 inhomogeneity (12), an adiabatic
T2prep (13) with user-specified TET2prep preceded
the imaging part of the sequence that had a tem-
poral resolution of 97 ms and a spatial resolution of
1.25  1.25  5 mm3. For respiratory motion
uppression during free breathing, a lung-liver re-
piratory navigator (14) was used. For each T2 map,
the imaging sequence was repeated with 3 incre-
mental TET2prep (0, 30, and 60 ms). After acquisi-
tion of the 3 source images, affine coregistration
(15) was applied to increase the accuracy of the
T2-mapping before the final pixel-by-pixel compu-
tation of the T2 maps was performed using a
ustom-written Matlab analysis tool in which the
ptimized Eq. (1) was incorporated.
Phantom studies. Seventeen phantoms with differ-
ent T2 values that consisted of varying concentra-
tions of NiCl2 and agar (16) together with sodium
zide as a antimicrobial preservative were con-
tructed and T2 maps were generated with the
T2prep-GRE sequence to assess the performance of
the pulse sequence and to validate the results of the
simulations. A spin-echo sequence with 8 to 11
incremental TE (TE 4 to 500 ms, TR 5 s) was
used to define the gold standard T2, whereas an
inversion recovery spin-echo sequence with 8 to 11
inversion times (TI  14 to 3,000 ms, TR  7 s)
was used to determine the gold standard T1. To
haracterize the accuracy and precision of the
2prep-GRE–derived T2 values using Equation 1,
a linear correlation with the spin-echo gold stan-
dard T2 values was performed. To ascertain
hether the phantom T2 values are subject to
hange as a function of time, the T2 values of the
phantoms were determined monthly up to 6
months after their construction.
Volunteer studies. Permission from the Institutional
Review Board was obtained for all volunteer and
patient scans, and written informed consent was
obtained from all participants prior to the proce-
dure. To characterize the performance of the
T2prep-GRE T2-mapping methodology for longi-
tudinal studies, 10 volunteers (6 men, age: 27  4 tyears) underwent 2 separate scanning sessions with
an identical protocol. Between the sessions, the
volunteers were extracted from the scanner room.
To obtain an external reference standard T2 value in
each measurement, a phantom with known T1 and
T2 values (see Phantom studies section) similar to
those of the healthy myocardium (11) was posi-
tioned in the field of view. After shimming of the
heart based on a local gradient-echo field map (17),
T2 maps were obtained in a short-axis view.
To test the hypothesis that the external reference
hantom leads to an improved reproducibility of
he T2-mapping protocol, the 2 scanning sessions
ere compared as follows. The entire left ventric-
lar myocardium in the image and a homogeneous
nd central area of the phantom were manually
egmented by 2 experienced observers (R.B.v.H.,
.B.), and their average T2 was directly (without
he use of the external reference phantom) calcu-
ated (T2myo,dir and T2phan,dir). Using the “true,”
known T2 value of the phantom T2phan,true as
etermined with the spin-echo sequence described






The percentage difference between T2myo,dir and
T2myo,corr for both scanning sessions as well as the
ntraobserver and interobserver variability were then
alculated.
Patient studies. As a next step, the optimized and
validated methodology described earlier was used in
11 patients (9 men, age: 50  13 years) in the
unique setting of subacute phase after percutaneous
coronary revascularization of an acute ST-segment
elevation myocardial infarction (STEMI). Short-
axis T2 maps at a mid-ventricular level were ac-
uired in all patients together with qualitative
reath-hold black-blood T2-weighted FSE images
(TR/TE  2,540/70 ms, echo train length  17).
After calculating the T2 maps in these patients,
the myocardium and the reference phantom were
manually segmented. The average T2 values and
standard deviations were subsequently determined
in both regions of interest and were compared with
the values obtained in healthy volunteers. The tissue
with elevated T2 values was considered as being the
nfarcted region. Simultaneously, a more objective
nd automated selection of the region of elevated
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1234healthy myocardium. In both the T2 maps and the
2-weighted FSE images, the center of the seg-
mented left ventricle was selected by the user and
the radial extent of the infarction was manually
determined as the edge of the continuous spread of
the automatically detected elevated T2 values, after
which a linear regression of the spread in the 2
image types was performed. The automatically se-
lected regions of infarct on the T2 maps were then
lso related to the location of the luminal narrowing
y x-ray angiography, where available.
Statistical analyses. All statistical tests were paired
or unpaired (as applicable) 2-tailed Student’s t tests,
where p  0.05 was considered statistically signif-
icant. Correlations between continuous variables
were calculated with the Pearson correlation coef-
ficient r. Coefficients of determination R2 were
calculated for all linear regressions through the
origin. Intraobserver and interobserver variability
were calculated by Bland-Altman analysis (18).
R E S U L T S
Numerical simulations. Numerical simulations of the
loch equations for the pulse sequence resulted in
aximum signal per unit time for a radiofrequency
xcitation angle of 20° and 21 radial k-space lines
er heartbeat. The empirical fitting equation led to
he most accurate T2 determination if the offset
delta was set to 0.06 (Fig. 1A). In contrast, when
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n of T2-Mapping Through Bloch Equation Simulations
s as a function of the empirical offset delta and a reference T2 of 45
and empirical (solid), with   0.06, curve ﬁts of the magnetization
ery well (R2  0.99), the standard equation results in T2  51  18
rd (dashed) and empirical (solid) equations compared with the iden
r low T2 values (15 ms) as evidenced by its increasing standardthe conventional exponential curve fitting proce-
dure was applied to the simulated magnetization,
the T2 value was always overestimated by 12%
(Fig. 1B). These findings were consistent over a
broad range of simulated T2 values (Fig. 1C).
urther numerical simulations suggested a minor
eart rate dependency of the T2 measurements
relative to 60 beats/min with a 2.2% underestima-
tion at 90 beats/min and a 1.5% overestimation at
40 beats/min.
Phantom studies. An excellent agreement between
he T2 maps generated with conventional FSE and
he T2prep-GRE method that incorporates the
empirical equation was found in the phantom study
(Fig. 2). With a correlation r 0.996 and a slope of
0.97, it was found that T2 computation using the
proposed T2-mapping methodology is accurate and
recise over a large range of T2. When comparing
he T2 values of the phantoms that were measured
months apart, no significant change was observed
p  0.83), and the maximum difference that was
easured in a phantom over time was 1.5 ms.
Volunteer studies. The optimized protocol was suc-
cessfully applied in all 10 healthy volunteers (Fig. 3).
The directly calculated myocardial T2myo,dir varied
4 2% on average between the 2 scanning sessions,
while the corrected myocardial T2myo,corr obtained
using the external reference phantom varied signif-
icantly less with 2  1% (p  0.005) between
































The red lines indicate the  that results in a ﬁtted T2  45 ms.
an input T2 of 45 ms. While both equations ﬁt the simulated
nd the empirical equation in T2  45  17 ms. (C) The ﬁtting
line over a range of T2 values. While the accuracy of the empirical
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1235volunteers, T2myo,dir was 41.2  4.1 ms, whereas
he average T2myo,corr was 38.5 4.5 ms (p 0.07).
The intraobserver mean difference for T2myo,corr
was –0.04 ms (95% confidence interval [CI]: –1.2
to 0.6 ms, p  0.86), while the interobserver mean
difference was –0.4 ms (95% CI: –1.2 to 0.4 ms,
p  0.87) (Fig. 4).
Patient studies. The T2prep-GRE T2-mapping
rotocol was successfully applied and T2 maps
enerated in all 11 STEMI patients, whereas respi-
atory motion artifacts led to lower-quality T2-
weighted FSE images in 3 of these cases, of which
1 was excluded from further analyses. On the T2
maps of the remaining cases, a clear demarcation of
regions with elevated quantitative T2 values visually
coregistered with the findings on T2-weighted
CMR and x-ray coronary angiography as shown in
Figure 2. Sequence Validation in a Series of Phantoms
(A) T2 map of a series of phantoms with different T2 (4 50 ml tubes
sequence. (B) T2 map of the same 5 phantoms obtained with the T
obtained with the 2 T2-mapping techniques. The linear ﬁt through
T2-mapping technique incorporating radial gradient echo image ac
Figure 3. Multiple Scan Sessions in Volunteers
(A) Short-axis T2 map of the left ventricle of a 26-year-old female v
was used for T2 computations. (B) The same volunteer in the secon
ence in T2 values before and after correction obtained in 10 volunteersTable 1 and the example in Figure 5. The average
T2 over all patients in the healthy remote region
as 41.5  3.6 ms. This was statistically signifi-
antly higher than that in healthy volunteers
38.5  4.5 ms; p  0.04), although it should be
oted that this average included 3 severe STEMI
atients in which the T2 value of the healthy remote
segment was measured higher than 50 ms. The
average manually determined T2 value in the in-
arcted regions was 61.2  10.1 ms, while the
utomatic method resulted in 62.4  9.2 ms (p 
0.27). There was a good overall correlation between
the manually and automatically determined T2
values (r  0.91, slope  1.01, R2  0.77).
Furthermore, the circumferential location of the
signal-enhanced regions by T2-weighted FSE im-
aging and increased T2 values by T2-mapping
d a 1-liter infusion bag), obtained with the spin-echo pulse
p-GRE sequence. (C) Scatter plot of the T2 values of 15 phantoms
origin resulted in a slope of 0.97 (R2  0.99). T2prep-GRE 
ition and adiabatic T2 preparation.
teer with a reference phantom on the chest. Only the homogeneous
anning session. The position of the phantom has slightly changed. (Can
2pre
theolun area of the phantom
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1236visually agreed very well and corresponded with the
myocardial segment that was supplied by the vessel
that had a stenosis on the corresponding x-ray
angiograms (Fig. 6).
A linear regression of the radial spread in the
T2-weighted images and T2 maps, as illustrated in
igure 7, demonstrated a slight increase of the
adial spread in the images obtained with T2-
mapping (r  0.92, slope  0.89, R2  0.80).
D I S C U S S I O N
The presented T2prep-GRE methodology accurately
and reproducibly enables T2-mapping at 3 T during
ree breathing. A series of incremental steps were
ssential and enabling for the translation from
heory to the patient setting.
Numerical simulations. Both the empirical equation
hat was established using Bloch equation simula-
ions and the standard exponential decay model led
o an equally good fit. However, because the latter




1 Proximal LAD A
2 First marginal of LCX P
3 Proximal RCA P
4 Proximal LAD A
5 Proximal LAD P
6 Middle RCA P
7 Proximal LAD P
8 Proximal LAD S
9 Middle LAD P
10 Middle RCA P
11 Distal RCA P
Agreement was said to be found when the T2 was elevated in the region that
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Figure 4. Intraobserver and Interobserver Variability
Bland-Altman plots for the difference between 2 measurements of
of 2 observers (B). The dashed lines indicate the 95% conﬁdence inLAD  left anterior descending coronary artery; LCX circumﬂex coronary artery;oes not take T1 relaxation into account, a consis-
tent 12% T2 overestimation was observed, while
he use of the empirical equation resulted in a 1%
2 underestimation only.
Phantom studies. The phantom experiments con-
firmed that the use of the optimized 3 T method-
ology resulted in accurate T2 measurement relative
to conventional spin-echo measurements as the
gold standard. However, for maximized perfor-
mance of the technique and definition of , the T1
of the measured tissue has to be known. This raises
concern as the T1 value of the myocardium may be
ubject to change. It has been reported (19) that the
1 of healthy and infarcted myocardium may differ
y 18%. Such a change in T1 would result in a 2.8%
underestimation of the T2 value according to our
Bloch equation simulations, which seems accept-
able given the standard deviation in T2 measure-
ments of 6% to 10% in this study. If the phan-
toms are to be used in longitudinal studies, the T1
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1237and T2 values need to be constant over time. To
his end, the antimicrobial sodium azide was
dded, and it was confirmed that no significant
hanges in T2 were detected over the course of 6
onths.
Volunteer studies. The methodology was further
characterized in an in vivo healthy volunteer study
where its effectiveness and reproducibility were
Figure 5. Short-Axis T2 Map Together With Conventional T2-We
Small Myocardial Infarct
(A) A clearly demarcated zone with elevated T2 can be seen in the
has a homogeneous T2, while the reference phantom (dotted arrow
milliseconds. (B) The T2-weighted fast spin echo (FSE) image conﬁrm
x-ray coronary angiogram shows a severe stenosis in an obtuse ma
Figure 6. T2 Maps and Conventional T2 Images of 3 Representa
Infarcted regions are indicated with solid arrows on the T2 maps. R
septal ST-segment elevation myocardial infarction (STEMI) in a 46-y
match, but a region of hemorrhage (8) (dashed arrows) can also be disevaluated. Adding the reference phantom allowed
for the compensation of drift between scans. The
interobserver and intraobserver variability of the
corrected T2 values were similar to those reported in
elated studies (8,9) at 1.5 T. While the T2 values of
ealthy myocardium were consistent with those
eported in the literature (20), the addition of a
eference phantom significantly aided in the reduc-
ed FSE CMR and an X-Ray Coronary Angiogram in a Patient With
on of the solid arrow, which might indicate myocardial edema. The
ppears homogeneous with T2 values similar to those of healthy tissue
he elevated T2 in the region of the infarct (arrow). (C) Consistent wit
al artery (arrow). CMR  cardiac magnetic resonance.
Cases
ence phantoms are not shown to provide more detail of the myocar
old man. (C,D) Large septal STEMI in a 72-year-old man. T2-weightedight a
regi noninfarcted tissue
) a . Scaled color bar in
s t h these ﬁndings, thetive
efer dium. (A,B) Postero-
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1238tion of the difference in myocardial T2 values
between 2 scanning sessions. Such T2 value differ-
ences may occur due to slight changes related to B0
and B1 inhomogeneity, the relative accuracy of the
tting procedure, coil placement, among others.
urthermore, and consistent with prior reports that
stablished T2-mapping at lower field strength
(6,7), only 3 points were used for the mono-
exponential 2-parameter fit for the T2 determina-
tion in this study. Although more points may result
in an improved accuracy and robustness of the
procedure, this remains to be investigated and has
to be carefully balanced versus an increase in scan-
ning time.
Patient studies. In the small cohort of 11 STEMI
patients, the quantitative T2 values of the edema-
ous regions (defined on conventional T2-weighted
imaging) showed an increase of approximately 50%
relative to their healthy remote counterparts in all
cases. This also enabled a robust automated detec-
tion of these regions that correlated well with the
more subjectively selected user-specified regions of
T2 enhancement. The T2 of the healthy remote
egments in the patients was slightly but signifi-
antly higher than that found in healthy volunteers.
owever, the study was not age-matched and an
ge-dependent increase in T2 between the studied
cohorts cannot be excluded.
The circumferential location of elevated signal on
T2-weighted images and x-ray angiograms agreed
very well, as did the comparison of the radial spread
of the edematous region as determined through
T2-mapping and T2-weighted imaging, which was
A
Figure 7. Relationship of the Angular Spread of the Infarct as S
(A) Schematic of the analysis of radial spread of a region of elevate
dot). Next, 2 points are placed on the radial borders of the elevate
calculated. (B) Linear regression of the radial spread of the elevated
patient was excluded because the T2-weighted image was not of suexpected because myocardial contrast in both mo- rdalities is based on the degree of edema. However,
T2-weighted imaging only defines presence and
extent of elevated T2, while T2-mapping is quanti-
ative and may therefore provide a very important
uantitative endpoint for many studies related to
ardiovascular disease.
In the 3 severe STEMI cases, the finding that the
easured T2 value of the reference phantom was
nchanged relative to the gold standard measure-
ents improved confidence that unusually high T2
values (50 ms) were indeed found in the unaf-
fected, “healthy” remote myocardial tissue. While
the use of an external reference phantom was
originally designed to improve interscan reproduc-
ibility, this suggests that it may equally benefit the
accuracy of a single study in patients where the
overall T2 value of the entire myocardium is ele-
vated. Example applications include studies in myo-
carditis, heart failure, or transplant patients.
C O N C L U S I O N S
The methodology presented in this study enables
robust and accurate quantitative cardiac T2-
mapping at 3 T, while the addition of a reference
phantom improves reproducibility. Therefore, it
may be well suited for longitudinal studies in
patients with ischemic heart disease.
Reprint requests and correspondence: Dr. Ruud B. van
eeswijk, University Hospital of Lausanne (CHUV),
enter for BioMedical Imaging (CIBM), Rue de Bu-

















Radial Spread on T2 Maps (º )









on the T2-Weighted Images and the T2 Maps
. First, a point is placed in the center of the left ventricle (solid
gion (open dots), after which the angle between these points is
ion in T2-weighted images and T2 maps in STEMI patients. One
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